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Abstract
Object The purpose of this study was to evaluate
peripheral non-enhanced-MRA (NE-MRA) acquired with a
3D Turbo Spin Echo sequence with electrocardiographt
(ECG) triggering in comparison to Digital Subtraction
Angiography (DSA) as the gold standard in symptomatic
peripheral artery occlusive disease (PAOD) patients.
Materials and methods This IRB approved prospective
study included 23 PAOD patients from whom three
patients had to be excluded. The remaining 20 subjects
were included in the analysis (15 male; mean age
62.4 ± 15.3 years). The patients first underwent DSA
followed by NE-MRA on a 1.5-T whole body scanner
within 24 h after the DSA study. A NATIVE (Non-contrast
Angiography of the Arteries and Veins) SPACE (Sampling
Perfection with Application Optimized Contrast by using
different flip angle Evolution) sequence at four levels
(pelvis, upper leg, knee region and lower leg) was acquired.
For evaluation purposes, subtracted standardized MIP
(maximum intensity projection) images were generated
from the NE-MRA data sets. Qualitative assessment of
NE-MRA images in reference to the corresponding DSA
images, as well as blinded stenosis grading of preselected
segments in NE-MRA images were performed by two
experienced readers. Image quality in 95 corresponding
arterial segments was rated from 1 (good) to 4 (inadequate)
directly comparing the NE-MRA with the corresponding
DSA segment as the gold standard. Blinded stenosis
grading consisted of 66 preselected stenoses rated from 1
(\10 %) to 4 ([90 %) in NE-MRA which were compared
to the grade in the corresponding DSA.
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Results The mean image quality of NE-MRA in com-
parison to DSA was 2.7 ± 1.1 (reader 1) and 3.0 ± 1.0
(reader 2). The kappa value indicating interobserver
agreement was 0.34; readers 1 and 2 rated the image
quality as good in 21 % and 3 %, sufficient in 19 % and
41 %, limited in 29 % and 14 % and inadequate in 31 %
and 42 %, respectively. Stenosis graduation revealed sig-
nificantly higher grades in NE-MRA (reader 1: 3.0 ± 0.7,
p \ 0.001 and reader 2: 3.1 ? 0.8, p \ 0.001) compared to
DSA (mean value DSA 2.7 ± 0.8). The kappa value
indicating interobserver agreement concerning stenosis
grading was 0.59.
Conclusion NE-MRA revealed a relatively high number
of inadequate quality segments. This is in line with recently
published comparable studies of the similar SPACE
NE-MRA techniques. Further advance of NE-MRA tech-
niques remains desirable for patients with PAOD.
Keywords Magnetic resonance angiography (MRA) 
Non-enhanced MRA  Peripheral MRA  NATIVE
SPACE  Peripheral artery occlusive disease (PAOD)
Introduction
Contrast-enhanced magnetic resonance angiography
(CE-MRA) dominates most MR vascular imaging tech-
niques due to its wide ranging application possibilities
[1–5]. Non-enhanced techniques, such as TOF (time of
flight) or phase-contrast MRA, played only a minor clinical
role in the viewing of peripheral artery imaging over the
last decade. Their application for body imaging is limited
by motion artifacts due to the longer acquisition times
required [6], as well as larger fields of view like the
peripheral arterial system.
In spite of the successful integration of CE-MRA into
daily routine, there are reasons to reevaluate non-enhanced
MRA techniques for peripheral MRA. First, the appearance
of nephrogenic systemic fibrosis (NSF) [4, 7–11] in some
patients with chronic kidney disease (CKD) following
administration of Gadolinium-based contrast agents
(Gd-CA) led to a reassessment of the risk profile of Gd-CA
use in CKD patients. The coincidence of peripheral artery
occlusive disease (PAOD) and CKD is high. Thus non-
enhanced techniques are desirable as an additional
approach, especially for patients with PAOD and CKD.
Second, the potential cost reduction due to CA savings
should be considered. Third, MRI-guided vascular inter-
ventions in the future [12] with repeated arterial visual-
izations would result in relatively high CA doses if no
accompanying NE-MRA technique is available (e.g.
roadmapping).
In this NE-MRA study, we used a SPACE (Sampling
Perfection with Application Optimized Contrast by using
different flip angle Evolution) sequence which is a modi-
fied 3D Turbo Spin Echo sequence (TSE) with variable flip
angle refocusing pulses [13, 14]. The SPACE sequences
are designed to lower the specific absorption rate (SAR)
while maintaining good T2 contrast in long echo trains
utilizing variable flip angles. The scope of this study is the
evaluation of the SPACE NE-MRA technique using a
modified 3D TSE with ECG triggering versus DSA as a
gold standard in PAOD patients.
Materials and methods
Patients
The study was approved by our local ethics committee.
After full explanation of the study, written informed con-
sent was obtained from all patients.
Twenty three patients were prospectively enrolled in this
study. All patients suffered from PAOD and had a clinical
indication for DSA-guided intravascular intervention/per-
cutaneous transluminal angioplasty (PTA). Exclusion cri-
teria included all common MRI contraindications such as
metal implants, pace makers, claustrophobia, mental inca-
pacity, pregnancy, etc.
Three patients had to be excluded after DSA and MR
imaging due to (1) insufficient DSA data, (2) major motion
artifacts in MRA, and (3) technical failure of ECG trig-
gering. The remaining 20 subjects, five women and 15
men, had a mean age of 62.4 ± 15.3 years (30–93 years).
Of these 20 patients, 18 suffered from intermittent clau-
dications (Fontaine stage IIa: 12 and Fontaine stage IIb: 6).
Two of the patients had no anamnestic claudications, but
had a bypass stenosis.
In four of the 20 patients, no ankle–brachial index was
measurable due to incompressible arteries. In the remaining
16 patients, the average ankle–brachial index on the side of
intervention was 0.76 ± 0.15. Ankle–brachial index values
ranged from 0.5 to 1.05, with an ankle–brachial index of
1.05 measured in a patient with proximal/pelvic artery
stenosis.
Basic clinical data of the 20 investigated patients are
listed in Table 1.
DSA
A modern angiographic unit (Axiom Artis dTA, Siemens
Medical Solutions, Erlangen, Germany) was used for DSA
imaging. All PTAs were performed by an experienced
interventional radiologist and were clinically indicated.
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A mean total of 100 ml (individual range 70–150 ml) of
iodinated contrast material (Ultravist 300; Schering, Berlin,
Germany) was injected by a power injector/manually.
Only clinically necessary contrast media administration
and imaging was performed during the interventions. Thus,
the amount of DSA image data was limited compared to
that of NE-MRA image data. Of ten potential vessel seg-
ments per patient (five on each side, see image analysis),
between two and ten were depicted in each of the DSA
images. The average number of visualized segments per
patient was 4.75, resulting in a total of 95 segments.
MRI
MR imaging was performed on a 1.5-T whole body scanner
(Magnetom Espree, Siemens Medical Solutions, Erlangen,
Germany) within 24 h after DSA. An 8-channel CP matrix
coil (i.e. four levels with two CP elements each) in combi-
nation with a flexible CP coil (4-element design) was used.
The NATIVE (Non-contrast Angiography of the Arter-
ies and Veins) SPACE sequence (Siemens Medical Solu-
tions, Erlangen, Germany) is a modified 3D Turbo Spin
Echo sequence.
This variable flip angle fast spin-echo sequence (FSE)
has recently been used for the ECG-gated spin-echo-based
MR angiography technique [15, 16]. Although the original
ECG-gated FSE-based NE-MRA use the constant refo-
cusing flip angle at 1.5T [17], application of the variable
flip angle technique in NE-MRA can be used to reduce the
specific absorption rate (SAR) [18]. In addition, it has the
great advantage of shortening echo spacing, mainly due to
nonselective rectangular refocusing pulses, resulting in
reduction of readout duration [15, 16, 19]. It subsequently
decreases vessel blurring and performs more accurate data
sampling [15, 16] as compared to half-Fourier acquisition
single-shot turbo spin-echo (HASTE) sequences [20].
This NE-MRA imaging sequence is based on the sub-
traction of ECG-triggered image data with and without
arterial peak flow [15, 16]. Two NATIVE-SPACE datasets
with different ECG trigger delay (TD) are acquired: one
with high arterial signal during diastole and one with
arterial flow void during systole. By subtracting both
datasets, background and venous signal can be eliminated,
resulting in an image with bright arterial vessel visualiza-
tion (Figs. 1, 2, 3).
Prior to NE-MRA imaging, a so-called NATIVE TD
CINE scout at pelvis and at knee level was acquired [21].
This is a retrospectively gated cine flash sequence using a
large flip angle. It consists of a series of axial single-slice
images in various cardiac phases to determine the correct
TD time between systolic and diastolic flow by repeated
acquisition with increasing TD covering one RR cycle.
Optimal TD is estimated by evaluation of the lowest and
highest intra-arterial signal during the RR cycle.
Transverse NATIVE SPACE slabs were acquired at four
levels always in the same order: Pelvis, upper leg, knee
region, lower leg. The following acquisition parameters were
used at pelvis level: repetition time 300 ms; echo time
38 ms; slice thickness: 1.5 mm; slices per slab: 64; field-of-
view: 400 9 380 mm2; bandwidth: 868 Hz/pixel; echo
spacing: 2.76 ms; voxel size: 1.6 9 1.3 9 1.5 mm3; paral-
lel imaging with GRAPPA acceleration factor of 2; variable
flip angle. Similar imaging parameters were used for the
other steps. An overlap between adjacent steps of 15–20 cm
depending on the individual body length was chosen.
Imaging parameters of all four levels are listed in Table 2.
For each level, the NATIVE SPACE sequence acquires
one data set, which includes two different TDs (systolic
and diastolic triggered images). The acquisition time of one
step varied individually depending on the heart rate and the
imaged level. It was approximated 2–3 min/step. The total
acquisition duration (scout images, 2 9 CINE scouts, 2
TDs 9 4 steps 9 NATIVE SPACE) was 30–40 min.
After data acquisition, inline subtraction and subsequent
standardized maximum intensity projection (MIP) recon-
struction were performed using the manufacturer’s soft-
ware. Thirteen MIPs were reconstructed at angles of 15
degrees.
Image analysis
Images were independently and separately assessed by two
radiologists (both with more than 10 years experience with
Table 1 Summary of clinical basis data of 20 patients, shown as
percentage of total group
n (%)
Risk factors
Smoking history 13 (65)
Respiratory disease 3 (15)
Arterial hypertension 13 (65)
Hyperlipidemia 12 (60)
Diabetes mellitus 5 (25)
Severe chronic kidney disease 1 (5)
Medication
Blood-pressure drug 14 (70)
Beta Blocker 8 (40)
Lipid-lowering agent 11 (55)
Oral diabetic medication 4 (20)
Insulin 2 (10)
Ceiling diuretics 5 (25)
Other diuretics 6 (30)
Heparin 5 (25)
Aspirin 14 (70)
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MRA). The previously treated segments with PTA were
excluded from the assessment. Image evaluation included
two parts: (a) Qualitative assessment of the NE-MRA
image in reference to the corresponding DSA image
and (b) blinded stenosis grading of preselected segments in
NE-MRA images. To reduce bias, stenosis grading was
performed at least 1 week before quality assessment. Five
arterial segments were defined for image reading:
I = common and external iliac artery, II = proximal
superficial femoral artery, III = distal superficial femoral
artery, IV = popliteal artery and V = calf arteries.
• Qualitative assessment:
The reviewers were asked to give quality grades for each
of the 95 comparable segments (i.e. each available DSA
step with corresponding NE-MRA images) in direct com-
parison between NE-MRA and corresponding DSA. Ima-
ges were presented as subtracted standardized MIP images
with corresponding DSA images from one prepared slice
and—if desired—all available MRA- and DSA-data. It was
decided that MIP reconstructions should be used for the
reading sessions to ensure a better comparison with the
corresponding DSA image. The reason for this was that
those MIP reconstructions are the most similar way in
terms of visualization when comparing the gold standard
DSA to NE-MRA. The image quality of each segment was
evaluated on the basis of a four-point scale with regards to
arterial enhancement and the presence of artifacts. The
grades do not represent absolute values for NE-MRA
image quality, but relative grades of NE-MRA image
quality compared to DSA image:
• Grade 1 indicates a good visualization of anatomy and
pathology in comparison to DSA.
• Grade 2 indicates a sufficient corresponding visualiza-
tion of anatomy and pathology with minor limitations
due to signal inhomogeneities and/or artifacts in
comparison to DSA.
• Grade 3 indicates a limited visualization of anatomy
with an insufficient visualization of pathology due to
signal inhomogeneities and/or artifacts in comparison
to DSA.
• Grade 4 indicates an insufficient correspondence of
anatomy and pathology in NE-MRA and DSA.
Fig. 1 Schematic overview of
ECG-triggered NE-MRA
algorithm with vein (V) and
artery (A) in dependence from
ECG triggering with resulting
subtraction of systolic and
diastolic image. Upper line:
Example source image of
systolic flow imaging. Middle
row shows amplifications of the
right proximal popliteal artery
from corresponding diastolic-,
systolic-source images and
subtraction. Besides MIP
reconstruction of right calf
arteries of a 58-year-old man
with Fontaine stage 2a prior to
PTA
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• Blinded stenosis grading:
For the assessment of stenosis, MIP images after the
subtraction were used. Before the blinded stenosis grading,
a preselection of lesions was necessary due to the presence
of multiple stenosis in the patient collective and unpre-
dictable image quality. Furthermore, the preselection was
intended to reduce the bias between the comparison of
intrainterventional and postinterventional image data.
Thus, in a pre-reading, the stenosis with the highest
grade in each segment was selected by an independent pre-
reader (with more than 10 years of MRA experience)
resulting in a total of 66 stenoses being marked on the DSA
and the corresponding NE-MRA image. The segmental
distribution of pre-selected stenosis from I = common and
external iliac artery to V = calf arteries was I: 3 (5 %), II:
12 (18 %), III: 14 (21 %), IV: 10 (15 %), V: 27 (41 %) and
included at least one stenosis per patient.
One blinded reader (interventionalist) rated each stenosis
in the DSA images serving as a gold standard comparison.
Two blinded radiologists independently determined the
Fig. 2 Example of DSA versus NE-MRA. Patient is an 83-year-old
man with Fontaine stage 2a prior to PTA: amplification of right calf
trifurcation with severe stenosis and occlusion (Segmental subj.
image quality reader 1/2: 2/2)
Fig. 3 Example of DSA versus NE-MRA. Patient is a 60-year-old
woman with Fontaine stage 2b: DSA-data for both legs available,
comparison to NE-MRA MIP reconstructions (segmental subj. image
quality for each step A B C D E and right/left side respectively: reader
1: 3 1 1 1 1/3 1 1 1 1; reader 2: 3 2 2 2 1/2 2 2 2 1)
Table 2 Acquisition parameters of all four NE-MRA steps
Sequence NATIVE SPACE NATIVE TD scout
Step Pelvis Upper leg Knee Lower leg Pelvis Leg
TR/TE (ms) 300/38 300/38 300/36 300/36 29.7/3.3 29.7/3.4
FOV (mm2) 400 9 380 400 9 362 400 9 325 400 9 310 400 9 262 400 9 212
Slices 64 72 72 72 1 1
Voxel size (mm3) 1.6 9 1.3 9 1.5 1.6 9 1.3 9 1.3 1.6 9 1.3 9 1.1 1.6 9 1.3 9 1.1 1.9 9 1.6 9 6.0 1.9 9 1.6 9 6.0
BW (Hz/Px) 868 868 868 868 260 260
TA (min:s) 2:03* 2:19* 2:16* 2:21* 0:21* 0:28*
* ECG-dependent, exemplary values of one subject
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presence and degree of each marked stenosis from
NE-MRA images. Images were presented on film sheets and
in pseudorandom order. A four-point grading-system was
used:
• Grade 1: No stenosis or stenosis \10 % at marked
position.
• Grade 2: 10 % \Stenosis \50 %.
• Grade 3: 50 % BStenosis \90 %.
• Grade 4: Stenosis C90 % or occlusion.
Statistics
Cohen’s kappa was used to determine agreement between
the two readers for evaluation of relative NE-MRA image
quality and stenosis grading.
Comparison of NE-MRA image quality at the five
evaluated arterial segments (I–V) was performed by using
the unpaired nonparametric Wilcoxon rank-sum test. The
Wilcoxon signed-rank test of matched pairs was applied to
show the difference between stenoses grades determined by
NE-MRA and the gold standard DSA for each reader.
Statistical analysis was performed using Matlab (Math-
Works, Natick, USA). For the evaluation of differences,
statistical significance was established at p \ 0.05.
Results
The relative image quality of NE-MRA compared to DSA
was rated 2.7 ± 1.1 by reader 1 and 3.0 ± 1.0 by reader 2,
respectively. Of the evaluated arterial segments, 40 % and
44 % showed good or sufficient image quality (grades 1
and 2), according to the readers’ respective assessments. In
31 % and 42 %, respectively, an inadequate segmental
image quality was observed. The kappa-value for interob-
server agreement was 0.34 (Table 3).
Comparing the image quality of different vessel seg-
ments (I–V), the grades for images of the iliac arteries—as
graded by reader 1—are lower than the quality grades of
the other segments, which was statistically significant
compared to the distal superficial femoral artery (III) and
the calf arteries (V) (p \ 0.05). No significant differences
between the grades for arterial segments II–V were
observed by reader 1. The grades of reader 2 did not reveal
any differences between the five arterial segments
(Table 3). Example images of segment V with different
quality grades are shown in Fig. 4. An overview of the
results regarding image quality of NE-MRA is given in
Table 3.
Blinded stenosis grading: The grades of the pre-marked
stenosis were significantly higher in NE-MRA than in
DSA images with mean grades of 3.0 ± 0.7 (reader 1,
p \ 0.001) and 3.1 ? 0.8 (reader 2, p \ 0.001) for
NE-MRA compared to a mean grade of 2.7 ± 0.8 for DSA.
There was a good agreement between the two readers
regarding the stenosis rating (j = 0.59).
The gold standard DSA revealed 10/66 (15 %) stenoses
of grade 4, whereas with NE-MRA 16 (24 %) and 17
(26 %) segments were rated as grade 4, respectively. Rel-
evant stenoses, which correspond to grades 3 and 4, were
read in 53 % of DSA images and 74 and 61 % of NE-MRA
image data, respectively (Table 4).
The number of stenoses rated as equal/higher/lower/not-
assessable in NE-MRA images in comparison to the gold
standard DSA was for reader 1: 25 (38 %), 30 (45 %),
9 (14 %) and 2(3 %); and for reader 2: 26 (39 %), 22
(33 %), 5 (8 %), and 13 (20 %). The 13 stenoses which
were rated as not-assessable by reader 2 included the two
rated as such by reader 1. These two non-assessable
Table 3 Segmental image quality reading
Image quality (n = 95) NE-MRA Reader 1 NE-MRA Reader 2
Mean 2.69 ± 1.12 2.95 ± 0.98
j = 0.34
Number of segments per grade (%)
(1) Good 20 (21 %) 3 (3 %)
(2) Sufficient 18 (19 %) 39 (41 %)
(3) Limited 28 (29 %) 13 (14 %)
(4) Inadequate 29 (31 %) 40 (42 %)
Mean quality of
each segment
I = common and external iliac a. (n = 14) 3.43 3.07
II = proximal superficial femoral a. (n = 19) 2.58 3.00
III = distal superficial femoral a. (n = 19) 2.47 2.95
IV = popliteal artery (n = 21) 2.43 2.90
V = calf arteries (n = 22) 2.77 2.86
p value for comparison of the five arterial segments
I II III IV V
Reader 1
I – 0.090 0.012 0.008 0.087
II 0.090 – 0.751 0.654 0.614
III 0.012 0.751 – 0.899 0.394
IV 0.008 0.654 0.899 – 0.315
V 0.087 0.614 0.394 0.315 –
Reader 2
I – 0.890 0.716 0.589 0.591
II 0.890 – 0.871 0.716 0.684
III 0.716 0.871 – 0.929 0.807
IV 0.589 0.716 0.929 – 0.938
V 0.591 0.684 0.807 0.938 –
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stenoses were rated as grade 2 and 4 in DSA. Eleven ste-
noses were only rated by reader 1, and included lesions
from grade 2–4 in DSA (mean 2.54). An overview of all
results regarding the stenosis rating in NE-MRA and DSA
is given in Table 4.
Discussion
Improvements in MR hardware and software, coupled with
concerns about the safety of gadolinium-based contrast
agents, have contributed to a renaissance of interest in non-
enhanced MR angiography [16]. This study of the new
technique, NATIVE SPACE, for patients with severe
PAOD can be seen within this context.
The study revealed a limited number of arterial seg-
ments with good or sufficient visualization: in cumulative
percentage, 40 and 44 %, respectively (reader 1, 2). Of the
remaining segments, 31 and 42 %, respectively, were
graded as inadequate quality and another 30 and 14 %,
respectively, were found to be of limited quality. Thus, less
than half of all compared segments provided clinically
reliable image data in this patient collective.
Several factors may have contributed to the high per-
centage of poor visualization. First, flow disturbances due
to multiple stenoses may have hampered visualization
quality of the flow-dependent technique in this collective.
Second, motion artifacts and errors with ECG triggering
may have contributed to the poor visualization. Finally,
since only the subtracted MIPs were evaluated, visual
information might have been removed by subtracting sys-
tolic from diastolic image data.
Iliacal segments showed slightly worse mean quality
than peripheral segments. The reasons for this finding
could be manifold. The influences of bowel motion,
breathing and relatively reduced signal due to greater dis-
tance between the RF coil and the main vessel are likely to
have interacted, especially in large patients.
In addition, we have not used velocity-dependent gra-
dient flow compensation or spoilers in different stations, as
indicated by Miyazaki et al. [17] and Nakamura et al [22].
This could have contributed to the lower quality in the
proximal segments.
The stenosis reading revealed a tendency towards
overestimation of stenosis. Whereas the gold standard DSA
revealed 53 % of preselected stenosis with grades of III
([50 %) and IV ([90 %), NE-MRA resulted in 74 % and
61 %, respectively, from reader 1 and 2. The effect is also
known from other (CE-) MRA techniques, and is consid-
erably present with this technique. The overestimation of
stenosis in comparison to DSA was significant for both
readers, however a few cases of underestimation were also
Fig. 4 DSA versus NE-MRA
from four different patients
(Age/Gender/Fontaine stage
prior to PTA a 60/f/2b,
b 67/m/2a, c 76/f/inapplicable-
bypass stenosis of contralateral
side, not shown d 56/f/2b).
Good (a) to inadequate
(d) image quality of calf arteries
with grading of reader 1/reader
2: a 1/1, b 2/2, c 3/3, d 4/4
Table 4 Stenosis grading of preselected stenoses
DSA NE-MRA Reader 1 NE-MRA Reader 2
Stenosis (n = 66)
Mean 2.67 ± 0.75 3.02 ± 0.70
(p \ 0.001)
3.08 ± 0.76
(p \ 0.001)
j = 0.59
Number of stenosis
per grade (%)
(I) \10 % 1 (2 %) 0 0
(II) \50 % 30 (45 %) 15 (23 %) 13 (20 %)
(III) [50 % 25 (38 %) 33 (50 %) 23 (35 %)
(IV) [90–100 % 10 (15 %) 16 (24 %) 17 (26 %)
(‘‘Cannot be assessed’’) 2 (3 %) 13 (20 %)
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present (reader 1/2: 14 %/8 %). Again, overestimation of
stenosis may be reduced by reading the diastolic images,
which show both bright arteries and veins [22].
Furthermore, the stenosis reading revealed a relatively
high number of preselected stenoses which were graded as
not assessable (3 % reader 1 vs 20 % reader 2). This may
reflect the limited visualization quality with consecutive
interpretation inconvenience.
Interobserver agreement was marginally good for ste-
nosis estimation and moderate for segmental quality. We
assume that the limited agreement may reflect the chal-
lenge of judging vessel segments with severe pathology
accompanied by certain signal inhomogeneity.
In 2010, a study of the new NE-MRA technique in eight
healthy volunteers and three patients was published [15]. It
included a rough theoretic comparison of the new tech-
nique to newer HASTE-based ECG triggered approaches
[17, 18] as well as to older NE-MRA techniques, such as
TOF- and phase-contrast MRA, which need relatively long
acquisition times and are limited in view of peripheral
vessel imaging. NATIVE SPACE uses a variable flip angle
and nonselective rectangular refocusing pulses, resulting in
reduction of readout duration [23–25]. It subsequently
decreases vessel blurring and performs more accurate data
sampling [23, 24]. Lanzman et al. [15] concluded that the
new NE-MRA technique was promising in demonstrating a
high percentage of excellent and good quality segments,
slightly depending on acquisition scheme (e.g. up to 100 %
of excellent subjective image quality of femoral artery NE-
MRA imaging). Another NE-MRA technique for periphe-
ral arteries, quiescent-interval single-shot (QISS), has been
proposed using 2-dimensional balanced steady-state free
precession [26]. The main advantage of QISS is its short
acquisition time. First studies suggested good agreement
with CE-MRA [27].
Furthermore, several studies of peripheral NE-MRA
with an ECG triggered approach comparable to the tech-
nique used in this study have been published.
Lim et al. [18] reported a study about NE-MRA at 1.5T
of the calf arteries of 36 patients in comparison to CE-
MRA and obtained accurate imaging of the calf arteries
when technically successful. They reported a total of 17
patients (47.2 %) as having poor diagnostic confidence.
A study by Haneder et al. [19] evaluated NE-MRA of
the calf station at 3T in 36 patients in comparison to
CE-MRA and came to the conclusion of superiority of
CE-MRA, but high negative predictive value of NE-MRA,
if technically successful. In that study, 122/288 (42 %)
unassessable segments were reported.
Both studies used a different comparison standard
(CE-MRA instead of DSA in our study) and slightly dif-
ferent definitions of grading category, besides differing
patient collectives. However, the reported results
correspond to our study results in terms of low segmental
quality. Furthermore, a tendency towards overestimation of
stenosis was reported similarly in those studies.
In further study comparing CE-MRA with NE-MRA of
the lower extremities in PAOD patients and performing a
modified turbo-spin-echo sequence, the authors found
shorter acquisition times and significantly better image
quality with CE-MRA. However, the sensitivity, specific-
ity, and positive as well as negative predictive values were
high and thus the author concluded that NE-MRA might be
a valuable diagnostic alternative [20]. A recently published
study assessed a similar NE-MRA technique (TRANCE)
versus DSA in the lower extremities including the feet. The
authors observed diagnostic capabilities of NE-MRA on
the thigh and calf level whereas the diagnostic accuracy
was insufficient in the pedal arteries [28].
The usage of a 3T device by Haneder et al. [19] did not
provide a relevant decrease of inadequate quality segments
in comparison to the study by Lim et al. [18] and our study
at 1.5T. This indicates that the relatively high number of
inadequate visualization segments in NE-MRA may not be
overcome by higher field strength alone.
Recently another study of the NE-MRA technique in
comparison to CE-MRA at 1.5T revealed high negative
predictive value of 98 % for detecting stenosis [50 % of
leg and calf arteries in a collective of 50 patients with
peripheral vascular disease [20], with 10 % unassessable
data sets, and positive predictive values of 67 % for fem-
oral and popliteal arteries and 69 % of lower leg arteries,
respectively.
In our study, only subtracted MIP images were evalu-
ated. The same method was used by Lim et al [18]. A
possible means of reducing false positive findings could be
to evaluate diastolic images in cases of signal loss in the
MIP images [22].
Despite relatively high numbers of insufficient quality
segments in our study, we see some clinical potential of the
technique:
• As a ‘‘fall back’’ after failed CE-MRA,
• In subjects with less flow disturbance (i.e. initial rule-
out of stenosis), according to the reported high negative
predictive value [18–20], and
• In second line, the technique may be useful for anatomic
(pre-) imaging for future MRI-guided interventions.
Further research and advancement may widen the field
of clinical relevance. We see the following aspects of
future research interest in view of clinical usage of this
NE-MRA technique:
1. Influence of flow conditions: A deeper understanding
of the probably high influence of flow conditions on
the NE-MRA outcome will help to improve the
278 Magn Reson Mater Phy (2013) 26:271–280
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technique towards clinical demands. Specifically,
questions on how far a reduced systolic flow velocity,
a diminished systolic/diastolic flow difference or
turbulent flow within diseased arteries influence the
imaging outcome and how often those effects do
appear in patients are of interest.
2. Prediction of NE-MRA success: A technique to figure
out the probability of success of this NE-MRA
algorithm is desirable in order to distinguish patients
for which the NE-MRA approach is applicable from
others. If the assumption of a primarily flow-dependent
limitation of this technique’s outcome can be proven, a
prediction of imaging success by analysis of the cine
scout or an initial (quick) arterial peak flow measure-
ment at one or two heights might provide a decision as
to whether an NE-MRA with reduced risk is applicable
or not in a case by case manner.
3. Motion artifacts: Due to its underlying subtraction
algorithm, the technique may benefit from additional
motion correction steps to optimize subtracted data
results. Alternatively, NE-MRA approaches that are
not subtraction-dependent may decrease the number of
insufficient quality outcomes. In the present study, we
only evaluated the subtracted MIP images.
Additionally, further experience and technical improve-
ments are likely to increase the number of qualitatively good
or sufficient visualization segments.
Our study had limitations. A bias exists due to the fact
that gold standard DSA was not available for all NE-MRA
data, but is likely available for the more diseased side/
vessel parts of each patient. All NE-MRA were performed
after interventional treatment. An inverse evaluation would
have been more informative in terms of detection of clin-
ically relevant stenosis. Even so, the inverse course of
evaluation was abandoned. It would have led to a treatment
delay and thus to an ethical and organizational problem.
Segments without stenosis were not included to avoid
lesion mismatch between gold standard DSA and MRA
reading within the limited number of preselected stenosis
under multiple other stenoses. Accordingly, the data do not
allow the assessment of false-positive stenosis.
Furthermore, we did not distinguish between a high-
grade stenosis and an occlusion. It should be considered
that it is, even for an experienced reader, difficult to
impossible to differentiate a high-grade stenosis from an
occlusion on DSA as gold standard. Furthermore, it is not
required to determine this from a clinical perspective as no
difference exists in therapy management. In both cases, the
patient has to eventually undergo an invasive measure.
We prospectively abandoned additional quantitative
analysis, because inhomogeneous flow conditions were
expected. We did not expect reliable quantitative data of a
flow dependent sequence within this limited collective.
Additionally, the evidence of quantitative measurements in
subtracted image data acquired with parallel imaging
acceleration may have been questionable.
A major limitation is that NE-MRA techniques are
intended to become an addition or alternative to CE-MRA.
Thus, an additional comparison to CE-MRA would have
been interesting. Even so, in this first pseudo-clinical set-
ting we preferred the most reliable gold standard for
comparison and abandoned an additional CE-MRA, as a
further CE-MRA would have meant contrast material
(including NSF-risk), considerable prolongation of scan
time in patients with severe disease, or even prolonged
hospitalization in the case of an additional scan.
Conclusion
The ECG triggered, non-enhanced peripheral MRA tech-
nique revealed unstable quality results in patients with
severe PAOD, probably due to complex flow conditions
with disturbing effects and motion artifacts. However,
limited clinical potential can be assumed for certain indi-
cations in view of NSF risk reduction. Further advance-
ment of contrast material-free MRA techniques remains
clinically desirable, especially in view of stability against
flow disturbance and motion artifacts.
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